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Abstract: Guidelines for measuring the luminescence of inorganic compounds, metal complexes, and organo-
metallic compounds are described. Common textbooks and manuals describing luminescence measurements 
are usually targeted for organic compounds, and are not always suitable for inorganic and organometallic 
compounds, which emit room-temperature phosphorescence. The report describes problems that research-
ers may confront while recording emission data and elaborates clear procedures to avoid these problems and 
provide adequate standardized protocols.
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1  Introduction
Recent progress in electroluminescent devices and luminescent molecular probes has led chemists to 
design and synthesize novel emissive compounds, materials, and hybrid materials [1, 2]. The photophysi-
cal properties of newly synthesized inorganic compounds are commonly measured using commercially 
available luminescence spectrometers, much as is done for absorption spectra. However, most lumines-
cence spectrometers are single channel instruments and spectra have to be corrected for the instrumental 
function, which is a fact largely ignored by non-specialists. Commercial instruments are often not designed 
or optimized for the study of materials with unusual properties, for example compounds that emit in the 
near infrared (NIR) spectral region or solid state samples that are often encountered in inorganic materials. 
Furthermore, experimentalists need to be aware that minute quantities of highly luminescent impurities 
(e.g. those present in the solvent – sometimes as a stabilizer) can lead to erroneous data. When measur-
ing weakly luminescent samples, the resulting spectra may be contaminated by spurious bands from the 
instrumental set-up, such as ghosts bands from the gratings or coatings of the mirrors, second-order Ray-
leigh scattering bands, Raman bands from the solvent, luminescent impurities in the glass/quartz cuvettes 
or capillaries (e.g. chromium), or even contamination of the sample holder by careless users. Therefore 
it is difficult even for well-trained photochemists to estimate the reliability of luminescence data, unless 
careful blank experiments and standard measurements are performed. The exquisite sensitivity of lumi-
nescence spectroscopy is sometimes its downfall and great care needs to be taken when determining pho-
tophysical properties.
Accordingly, projects concerning photoluminescence measurements have been carried out with the 
support of the IUPAC Organic and Biomolecular Chemistry, Physical and Biophysical Chemistry, and Ana-
lytical Chemistry Divisions [3–5]. Although they are valuable and important projects, the relevant reports 
are not entirely appropriate for inorganic chemists who encounter specific problems linked to the materials 
under investigation. In addition, these reports are written by specialists in photochemistry who have a strong 
physical background. Synthetic inorganic chemists would benefit from more detailed and specific guidelines 
for the measurements of luminescence spectra, lifetimes, and quantum yields of inorganic and organometal-
lic compounds, since these materials have intrinsic properties differing considerably from those of organic 
compounds.
We therefore propose procedures for measuring emission spectra, quantum yields and lifetimes of inor-
ganic compounds, metal complexes, and organometallic compounds both in solution and in the solid state. 
Attention will be given to draft the protocols as clearly as possible so that inorganic chemists newly entering 
into the field can reliably get the photophysical parameters they need. Measurements of solid-state samples 
are much more difficult than solutions so that, we also give suggestions for this type of experiments.
2  Photophysical properties of inorganic compounds
Photochemistry textbooks mostly describe emission properties of organic compounds, not inorganic ones 
[6–9]. It is important to understand the difference between the luminescence of organic and inorganic com-
pounds [10, 11].
An organic compound absorbing light is usually promoted to excited singlet states. In most organic 
compounds, the emission arises from the first excited singlet state. It is a fast decaying process between 
two states with same spin and it is called “fluorescence” since ΔS = 0. The textbooks or laboratory manuals 
for photochemistry generally deal with this aspect of luminescence. The characteristics of fluorescence 
are as follows: (i) The wavelength at absorption maximum is close to the fluorescence maximum (typi-
cally 20–50 nm). The difference between the band maxima of the absorption and emission spectra is called 
“Stokes’ shift”. For a compound with a small Stokes’ shift, the emission band may overlap somewhat 
with the absorption band, therefore re-absorption of the emitted light becomes a problem. The effects of 
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re-absorption, referred to as “inner filter effect” are a distortion of the observed spectrum, particularly at the 
short wavelength edge, a reduction in the observed fluorescence quantum yield, and possibly, a change in 
the emission lifetime [12, 13]. The textbooks recommend keeping the sample concentration very low, advis-
ing that the absorbance at the excitation wavelength should be <0.05 [4]. This also ensures validity of the 
Beer-Lambert law and minimizes inner filter effects. (ii) The lifetimes of the singlet excited states are short, 
typically in the nanosecond time range and, accordingly, the singlet excited states are not easily quenched 
by oxygen dissolved in the solvent.
In a luminescent inorganic compound, light can be absorbed directly by the metal center, by the ligand, 
or by a metal-ligand based transition. In the first case, molar absorption coefficients are usually small since 
electric-dipole d-d and f-f transitions are forbidden by Laporte’s rule. Therefore, most of the time, light is 
absorbed by the surrounding ligands that, as for organic compounds, are promoted into a singlet excited 
state. This state can emit light, but due to the presence of a heavy element such a metal ion, spin-orbit cou-
pling, which increases with increasing atomic number, easily converts the excitation energy to triplet states. 
Emission from this state can often be observed even at room temperature in solution. According to IUPAC 
definition, phosphorescence is a spin-forbidden radiative transition (i.e. ΔS > 0); ΔS = 1 for triplet state emis-
sion [14]. The characteristics of phosphorescence are as follows: (i) The absorption and emission maxima are 
well separated and the large Stokes’ shift implies that re-absorption is less important compared to fluores-
cence; (ii) The lifetimes of the triplet excited states are relatively long (tens of nanoseconds to milliseconds), 
and accordingly the triplet excited states are more sensitive to quenching by oxygen.
In the case of lanthanide ions, energy can be directly funneled from the singlet state into one of the 
higher energy multiplet state of the metal ion or transferred to such a state from the ligand triplet state(s). The 
resulting metal-centered luminescence is called “sensitized luminescence” and the associated shift between 
excitation and emission is termed “ligand-induced Stokes’ shift” [15]. The excitation scheme described above 
is oversimplified since charge transfer and d-f states are also often implied in excitation/emission spectra, 
particularly in compounds with d-transition metal ions. But the final outcome, i.e. emission from a mul-
tiplet state of the metal center or of a metal-ligand moiety, is the same. Metal-centered emission is often a 
phosphorescence process (ΔS > 0), although some transitions may well correspond to a fluorescence process 
(ΔS = 0); as a result it is preferable to use the generic term “luminescence” when describing these spectra 
(or “photoluminescence” if excitation is achieved by light). Emission from inorganic compounds is in many 
cases temperature-dependent because of the presence of higher-energy and/or non-emissive states, which 
are thermally accessible.
3  Preparation of sample solutions
It is vital that all glassware is kept meticulously clean; solvents must be of spectroscopic grade and checked, 
in any case, for background fluorescence and cutoff wavelength: trusting the label indications is not 
recommended.
Sample purity: The sample must be of the highest possible purity. Luminescent impurities prevent the 
observation of accurate emission spectra, while non-luminescent impurities may quench the excited state 
of the sample, resulting in decreased intensities of the emission bands and/or in a different sensitization 
mechanism. In addition, non-luminescent impurities which absorb at the excitation wavelength could affect 
emission quantum yield determination.
Important tests for sample purity and homogeneity are:
(i) The emission spectrum is normally independent of the excitation wavelength, which can be tested by 
recording the emission at several wavelengths. In some instances though, when compounds display 
emissions from multiple origins, luminescence spectra may depend on the excitation wavelength even 
if the sample is pure; this is the case, for instance, with polynuclear copper(I), platinum(II) and gold(I) 
complexes [16–20].
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(ii) The profile of the luminescence excitation spectrum should match the absorption spectrum. Any devia-
tion from these conditions warrants detailed examination to ensure the observations are a very unusual 
property of the sample, rather than due to an impurity or dissociation of the sample. If the sample is 
a mixture, band intensities change with excitation wavelength. However, even if the sample is pure, 
aggregation in solution may alter the emission spectrum; therefore measuring the emission spectra with 
different concentrations of the sample is recommended.
Another major problem encountered with metal complexes, particularly with those that are labile, is partial 
dissociation of the ligand(s). This point is largely overlooked in most of the luminescence studies reported 
in the literature and the problem is severe, particularly when using luminescence as an analytical tool. 
Indeed, in this case, one has to keep the absorbance of the sample low in order to be in the linear range of 
Beer-Lambert law and of the luminescence experiment. Note that for a Metal(M):Ligand(L) complex with 1:1 
 stoichiometry and log10K1 = 10 (the stability constant Kn is equal to a(MLn)/{a(M)(a(L))n} where quantities a 
are the activities of the species in parentheses), a nanomolar solution contains the following mol% species: 
73 % of the complex and 27 % of the dissociated ligand. For a 1:3 complex with log10K1 = 8, log10K2 = 6, and 
log10K3 = 4, the speciation for a micromolar solution is 41 % (1:1), 58 % (1:2), and 0.8 % (1:3) while free ligand 
accounts for only 0.3 %; if the concentration is reduced to nanomolar, then the corresponding speciation is 
22 % 1:1 complex and 78 % free ligand. There are three ways of determining to what extent the complex dis-
sociates (it always dissociates to some extent):
(i) The best is of course to determine stability constants by spectrophotometric, potentiometric, or other 
spectroscopic titrations, and to calculate the corresponding speciation.
(ii) In absence of log10K values, the best way is to prepare at least four dilutions of the sample spanning 
at least one order of magnitude (e.g. 0.1–1 μM), as well as a blank; then both absorption and emission 
spectra are measured, and integrated emission intensities versus absorbances are reported on a graph: 
in the absence of substantial dissociation, the relationship is linear and the slope is the quantum yield.
(iii) Close comparison between the (corrected) excitation and the absorbance spectra is recommended. These 
two spectra exactly match when no dissociation occurs, the excitation spectra are corrected for the 
instrumental function, and experiments are conducted under conditions for which the Beer-Lambert law 
is valid. The good match between the two spectra also suggests that the metal-centered luminescence 
occurs from sensitization of the ligand(s). However, this method is not always reliable if there is only a 
small difference between the excitation/absorption spectra of the ligand and of the complex, which is 
often the case. Moreover it is certainly not capable, in most cases, of determining dissociation smaller 
than 10 %.
Selection of solvent: The solvent is selected so that it does not undergo reactions with irradiated materials 
and the sample dissolves satisfactorily without decomposition or dissociation; it should also fully transmit 
light at both excitation and emission wavelengths. Photochemists often use spectroscopy-grade water, meth-
anol or acetonitrile because of their transparency.
Sample concentration: Ideally, sample concentration should be low enough so that the absorbance at the 
excitation wavelength is <0.05 to avoid concentration quenching problems and to keep within the linearity 
range of Beer-Lambert’s law and luminescence experiment. We note that the larger Stokes shift associated 
with phosphorescence means that re-absorption is less of a problem for phosphorescence compared with 
fluorescence. Lowering the concentration may render the accurate estimation of absorbance at the excitation 
wavelength more difficult and, most importantly, could lead to dissociation of metal complexes, so that often 
a compromise has to be found. It is recommended to check the linearity of the emission intensities against the 
absorbance at the excitation wavelength. If the absorbance of the sample is >0.5, a correction for the inner-
filter effect should be applied when calculating the quantum yield, a process that needs detailed knowledge 
of the spectrometer’s optical layout [21].
De-aeration: For measuring room-temperature phosphorescence or sensitized luminescence through 
a triplet state, removal of oxygen by de-aeration or degassing is very important. The preferred method for 
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sample degassing is the use of the freeze-pump-thaw method, for which up to 5 cycles using high vacuum 
(<10−1 Pa) may be needed. If this is not possible, it is recommended to bubble He, Ar or N2 through the sample 
via a septum for more than 20 min, and then to measure the luminescence spectrum as soon as possible. With 
this method it is also essential to check the absorption spectrum as bubbling may cause evaporation of the 
solvent and hence concentration of the solution; the problem may be minimized by incorporating a bubbler 
containing the pure solvent upstream in the degassing gas line.
Temperature: In general, the emission from inorganic compounds strongly depends on the temperature. 
If possible, the temperature of the sample solution should be kept constant by using a thermostat. In any 
case, the temperature at which the sample is measured has to be reported.
4  Preparation of solid state samples
For measurements of luminescent properties of solid state samples, the sample purity is extremely impor-
tant, because the quenching efficiencies and re-absorption effects can be rather higher than those observed 
in solutions. Therefore all details pertaining to the preparation and purification of the sample should be 
described so that results can be reproduced independently.
Solid samples should be thoroughly dried before sample preparation and, whenever relevant, the 
absence of water (or solvation) molecules checked by vibrational spectroscopy [22]. Two types of solid-state 
samples can be considered: powdered samples and thin films. Both can be measured by means of an integrat-
ing sphere.
The photophysical properties of powdered samples, particularly the absorption of light and emission 
intensity, depend on the size of the particles in the powder. Therefore, the samples should be thoroughly 
ground so as to obtain a very fine powder. Ideally, the samples should be sieved, but this is rarely done.
The photophysical properties of thin solid films are highly sensitive to the refractive index of the mate-
rials (i.e. in case of doping, to the doping concentration) that can induce wave-guiding effects and to the 
orientation of the emitting molecules within the film, which may lead to emission anisotropy. Therefore it 
is essential to make use of an integrating sphere that overcomes the latter problem. The thickness of the 
thin film should be constant and, whenever possible, determined, as should the exact concentration of the 
dopant. Moreover, in the case of doped thin films, several doping concentrations should be tested since it has 
often been reported that the quantum yield varies with the dopant concentration. Furthermore, when study-
ing the luminescence quantum yield of a thin film doped with an emitter, the edges of the sample should 
be obscured to eliminate the contribution of the wave-guided light to the observed emission spectrum. The 
spectrum of the wave-guided light is particularly sensitive to the re-absorption of light in the film and varies 
with the distance from the point of illumination to the edge of the film.
5  Instruments for measuring luminescence spectra
Prior to taking measurements, the operator should understand the working principles of the spectrometer. 
Most popular systems are fitted with a scanning monochromator and a photomultiplier tube (PMT) detec-
tor. Alternatively, the system may be equipped with a spectrograph and a multichannel detector, such as a 
charge-coupled device (CCD) camera. A first important point is to verify the spectral response of the spec-
trometer and to establish, where options are available, which diffraction grating and/or detector is most suit-
able for the planned experiments. Instrument manufacturers normally provide two options for the PMT: one 
for ultraviolet (UV)/shorter visible wavelengths and another, a red-sensitive tube, for longer wavelengths. If 
emission at λ > 700 nm is to be measured, the second type must be selected. Single point detectors are avail-
able for the NIR spectral region, including silicon avalanche diodes (up to 1100 nm), and a limited number 
of PMTs have sensitivity up to 1700 nm, but these are quite expensive and have high dark-signal levels. Most 
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CCD cameras are based upon silicon, giving them a useful wavelength range up to 1100 nm, but in recent 
years NIR-CCDs based upon InGaAs have become available. In any case, the instrumental function of the 
spectrometer (i.e. its response versus wavelength) should be determined with an officially calibrated stand-
ard light source according to specific procedures described in the manuals provided by the manufacturers. 
It is also recommended to measure the emission spectra of accepted standards and to compare them with 
reported spectra in the literature [23].
There are four ways of reporting emission spectra:
(i) the number of emitted photons per second, unit area and wavelength [nm], Nem(λ) [s−1 m−2 nm−1]
(ii) the number of emitted photons per second, unit area and wavenumber [cm−1], em( )N ν  [s−1 m−2 (cm−1)−1]
(iii) the irradiance per wavelength [nm], (E(λ) [W m−2 nm−1])
(iv) the irradiance per wavenumber [cm−1], ( )E ν  [W m−2 (cm−1)−1]
The emission spectra are normally reported by normalizing the emission intensity at the maximum wave-
length. The reporter should note that the maximum wavelength (or wavenumber) in the spectrum based on 
the number of photons is different from the one based on the irradiance, because the number of photons 
with a constant irradiance increases at longer wavelengths (or lower wavenumbers). When using a manu-
facturer’s correction data the user should ask the instrument manufacturer whether the emission inten-
sity is based on the numbers of photons or the irradiance. As described in the next section, the emission 
quantum yields relate to the number of photons and therefore the spectra with the emission intensity 
based on the number of photons are recommended. The user should also be aware that a scanning mono-
chromator provides an approximately constant bandwidth in wavelength across the spectrum. Some man-
ufacturers provide correction curves in energy per bandwidth and time, which is inappropriate since the 
user requires the intensity in quanta per bandwidth and time.
6  Measurements of quantum yields in solution
The emission quantum yield (Φ ) is defined as the ratio of the number of photons emitted (Nem) to the number 
of photons absorbed (Nabs) (eq. 1) [5, 8, 10].
 
em
abs
N
N
=Φ
 
(1)
Some instruments dedicated to the determination of luminescence quantum yields are presently commer-
cially available. However, most laboratories still use conventional spectrofluorimeters which can give excel-
lent quality data, provided that data are properly corrected for the spectral response of the instrument. Note 
that fully corrected emission spectra must be used and the emission intensity integrated over the entire emis-
sion spectral range. If the spectra with emission intensity based on the number of photons are obtained, 
integration can be performed directly:
 em em em0 0
( )d ( )dN N Nλ λ ν ν
∞ ∞
= =∫ ∫   (2)
As the emission spectra represent the irradiance per wavelength in many common spectrometers, it should 
be converted to the number of photons by eq. 3:
 
em 0 0
( )d ( )dN E E
hc hc
λ λ
λ λ ν ν
∞ ∞
= =∫ ∫ 
 
(3)
where h is Planck’s constant and c is the speed of light.
Note that measurements should be repeated at least three times and, if possible, on more than two 
 independently prepared samples so as to ensure good statistics. It is difficult to determine quantum 
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yields with accuracy better than 10 %. There are three different ways of determining quantum yields of 
solutions:
(i) The first is described in Section 3, point (ii) and is interesting, since it allows one to simultaneously 
test if dissociation occurs or not. In principle, no standard is required, but it is nevertheless recom-
mended to measure a compound with known quantum yield under the same experimental conditions 
(concentration, excitation wavelength, same range of emission spectrum) to test the instrument and the 
procedure.
(ii) The relative method that makes use of standard compounds is still frequently performed. The emission 
spectrum of the sample is compared to that of a recognized standard with quantum yield Φs, and the 
quantum yield Φx of the sample is estimated with eq. 4:
 
2
s sx x
x s
s x x s
(ex) (ex)(em)
(em) (ex) (ex)
A II n
I A I n
      
= × × × ×            Φ Φ  
(4)
where subscripts “x” and “s” are for the unknown sample and the standard, respectively; I(em) is the 
integrated intensity of emission; A(ex) is the absorbance at excitation wavelength; I(ex) is the intensity of 
the excitation light; and n is the refractive index of the solution (not the solvent; although if the solution 
is diluted, both values are very close). In an ideal case, the standard has to be selected so that the same 
excitation wavelength can be used for it and the sample and so that it emits in the same wavelength inter-
val as the sample. If the emission spectrum consists of narrow emission bands, as for f-element ions, it is 
recommended to use a secondary standard consisting of a compound of the same metal ion. If the excita-
tion wavelength for the sample is the same as the one for the standard, the correction for the intensity of 
the excitation light becomes unnecessary, reducing errors. The same solvent is also recommended for the 
measurements of the sample and the standard, in order to avoid the correction for the refractive indices 
(n). Therefore in this ideal case eq. 4 reduces to eq. 5.
 
sx
x s
s x
(ex)(em)
(em) (ex)
AI
I A
   
= × ×     Φ Φ  
(5)
It is furthermore recommended to prepare the two solutions with the same absorbance: if 
A(ex)s = A(ex)x < 0.5, no correction is needed:
 
x
x s
s
(em)
(em)
I
I
 
= ×   Φ Φ  
(6)
On the other hand, if A(ex)s ≠ A(ex)x, absorbances A must be replaced with (1–10−A) to take into account 
differences in the fraction of light absorbed. Finally, it is also recommended to use two different stand-
ards and to measure one standard against the other.
(iii) The absolute method, which makes use of an integration sphere [24] and which has long been in use by 
physicists and materials scientists, is not yet well known to chemists [25]. The integration sphere can be 
fitted on most commercial spectrofluorimeters as an accessory and has to conform to specific require-
ments. Unfortunately these are not always met in commercial spheres proposed by instrument manufac-
turers. The sample is put into a 2–3 mm I. D. quartz capillary. The method requires the measurement of 
(i) La, the integrated intensity of light exiting the sphere when the empty capillary is illuminated at the 
excitation wavelength (Rayleigh scattering band); (ii) Lc, the same integrated intensity at the excitation 
wavelength when the sample is introduced into the sphere; these two measurements often necessitate 
the use of attenuators (transmission 0.01–10 %); (iii) Ec, the integrated intensity of the entire emission 
spectrum. The absolute quantum yield is then given by:
 
c
ab
a ex c ex att ex( ) ( ) ( )
EQ
L L Fλ λ λ
=  
−   
(7)
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whereby Fatt(λex) is the correction for the attenuators used. The true transmission of the attenuators 
should be determined: do not trust manufacturers’ datasheets. Reproducible and accurate data can be 
obtained when the fraction of absorbed light α = (La – Lc)/La is in the range 0.10–0.90 [26]; both solutions 
(minimum volume: ~60 μL) and powdered samples can be measured. Although the method does not 
need a standard, it is recommended to measure a compound with known quantum yield in parallel to test 
the procedure and the instrumentation.
Note on reference materials: In the literature, the three standards most used for quantum yield determination 
of both organic and inorganic compounds are quinine bisulfate, fluorescein, and  Rhodamine 6G. However, 
care must be exerted. For instance, the quantum yield of quinine bisulfate is highly dependent upon the exci-
tation wavelength, varying by as much as 50 % between 280 and 380 nm, so that excitation at 300 nm must 
be used to match quantum yields reported in the literature. Verification of the standards for  inorganic com-
pounds, such as metal complexes and organometallic compounds, is under way. For example, the quantum 
yields of [Ru(bpy)3]2+, which is one of the most popular standards, has recently been re-evaluated as 0.063(3) 
in water and 0.095(3) in acetonitrile when excited at the  metal-to-ligand charge transfer (MLCT) band around 
450 nm under de-aerated conditions at 298 K [23, 25]. The value in aerated water, which is frequently used 
as an emission standard in biological studies, has also been reevaluated to be 0.040. Other emissive metal 
complexes and organometallics are under examination.
7  Measurements of quantum yields in solid state
Progress in the study of nanomaterials has triggered a rapid increase in the number of reports describing 
luminescent properties of solid-state samples. This is probably related to the development of new instru-
ments for measurements of the emission in solid state and driven by increased applications for solid-state 
emissive materials. Measurements of fluorescence from organic compounds have pointed out some problems: 
the nature of the solid samples, crystals or powder, strongly affects quantum yields, while structural defects 
in the crystals reduce quantum yields [25, 27]. Even the amount of sample used (e.g. in an integrating sphere) 
may affect the results. It is still uncertain whether similar problems will show up with inorganic compounds. 
However, polymorphs of the samples have been shown to present different optical properties [28, 29], and it 
is therefore recommended that the experimental conditions are reported in as much details as possible. The 
method of choice for such samples is the integration sphere and some wavelength-converting compounds 
(referred to as “phosphors” in the specialized literatures, e.g. Y2O3:EuIII or BaMgAl10O17:EuII (BAM)) or sodium 
salicylate (SA) are reasonable standards. In some cases, e.g. BAM or SA, correction should be made for re-
absorption by the sample [30].
The use of an integrating sphere for quantum yield determinations has recently gained popularity. Build-
ing upon the widely cited method by Greenham and de Mello, new instrumentation and updated methods 
allow a range of sample types to be measured and the effects of re-absorption addressed [31–35]. Note that 
the same precautions used for solutions regarding sample purity and control experiments have to be taken 
to ensure reliable data.
8  Determination of lifetimes
The emission lifetimes of inorganic materials vary considerably and values commonly fall in a wide range, 
from nanoseconds to milliseconds, and, in some cases, seconds or even minutes. When lifetimes are short, 
<100 ns, time-correlated single photon counting (TCSPC) or high-frequency phase modulation methods have 
to be employed. When lifetimes are longer, measurements can be carried out using either photon counting 
with a multi-channel analyzer or a detector and oscilloscope combination.
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Samples for the determination of lifetimes should be prepared similarly to those for the determination of 
quantum yields. Again, attention should be given to the speciation in solution and to solvation of solid-state 
samples.
The following points have to be taken into consideration when performing the experiment:
(i) The signal level should be kept below saturation (i.e. it should lie in the linear range of the detector 
response, e.g. <106 count per second in photon counting mode with a PMT).
(ii) The time-window should be adjusted so that the entire profile is recorded, including the emission build-
up, which can provide information on the energy transfer mechanism.
(iii) The decay should be measured until the signal reaches the background level; this means recording data 
for a period equal to at least five lifetimes.
(iv) Enough experimental points over the time-window should be recorded, typically >100, preferably 1000 
if possible.
(v) For a simply emissive system the luminescence decay normally follows a single, first order process and 
the following equation is used:
 ( ) e ktI t A B−= ⋅ +  (8)
where A is the pre-exponential factor, k = 1/τ is the observed decay rate constant, and B is the back-
ground noise. The quality of fit is determined using an established statistical method, e.g. chi-square, 
and should have random weighted residuals. In many solid-state samples more complex decay func-
tions may be observed. Understanding these can provide important information regarding the mecha-
nism by which the final, emissive excited state is formed. One case is when decays can be fitted to a sum 
of exponentials:
 ( ) i i
k tI t Ae B−= +∑  (9)
In this case, the populations Pi of the different emitting sites can be evaluated as:
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while the intensity mean lifetime is:
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(11)
This lifetime has to be used when calculating the average collisional quenching constant within the 
frame of Stern-Volmer theory. In all other cases it is best to consider the amplitude mean lifetime:
 mean
A
i iPτ τ= ⋅∑  (12)
For some inorganic materials, the decays cannot be fitted with exponential functions and a “stretched 
exponential function” is used:
 ( )( )    with   0 1ktI t A e β β−= ⋅ ≤ ≤  (13)
When non-single exponential kinetics are encountered, the physical origin of the decay should be thor-
oughly explored and satisfactorily explained [8].
(vi) The experiment should be repeated 3–5 times on 2–3 different samples, with a blank sample measured.
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9  Further reading
Photochemistry and photophysics of organic molecules is largely covered in the literature; as a start, we rec-
ommend reading some of these entries [36–38] as well as protocols for absolute determination of fluorescence 
quantum yields [39]. This guide to the expression of uncertainty in measurements is also important [40]. 
When it comes to inorganic compounds, the present guideline should be a helpful complement. Please note 
that measurement procedures for solid state samples still lack consistency. The methodology is expected to 
develop in the near future.
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